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A B S T R A C T
Inﬂuence of acoustic inhomogeneities and resulting reﬂection artifacts is an important problem in
reﬂection-mode photoacoustic imaging. Absorption of light by skin and superﬁcial optical absorbers will
generate photoacoustic transients, which traverse into the tissue and get reﬂected from structures
having different acoustic impedance. These reﬂected photoacoustic signals, when reconstructed, may
appear in the region of interest, which causes difﬁculties in image interpretation. We propose a novel
method to identify and potentially eliminate reﬂection artifacts in photoacoustic images using
photoacoustic-guided focused ultrasound [PAFUSion]. Our method uses focused ultrasound pulses to
mimic the wave ﬁeld produced by photoacoustic sources and thus provides a way to identify reﬂection
artifacts in clinical combined photoacoustic and pulse-echo ultrasound. Simulation and phantom results
are presented to demonstrate the validity and impact of this method. Results show that PAFUSion can
identify reﬂections in photoacoustic images and thus envisages potential for improving photoacoustic
imaging of acoustically inhomogeneous tissue.
 2015 The Authors. Published by Elsevier GmbH. This is an open access article under the CC BY-NC-ND
license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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Photoacoustic (PA) imaging is a promising biomedical imaging
modality that has emerged over the last decade. In PA imaging,
pulsed light absorbed by the target emits thermo-elastically
generated ultrasound (US). This data can be detected using US
probes allowing the reconstruction of location and spatial details of
the light-absorbing target [1,2]. PA imaging thus combines the
advantages of US and optical imaging, providing excellent optical
contrast with ultrasonic resolution. While US imaging makes use of
acoustic scattering and reﬂection in tissue to provide structural
details, PA imaging extracts functional information based on
optical absorption by tissue chromophores such as blood. Since PA
imaging involves US detection, it can be realized in a commercially
available US scanner to perform dual mode PA/US imaging [3–
5]. These dual mode systems preferably utilize a scheme in which
tissue is irradiated from the same side where PA signals are
detected (reﬂection-mode, epi-mode PA imaging) [6]. This mode in
which optical components and US transducers are combined, aids
the clinician to perform single hand guidance of the probe during* Corresponding author. Tel.: +31534892012; fax: +31534891105.
E-mail address: m.kuniyilajithsingh@utwente.nl (M. Kuniyil Ajith Singh).
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4.0/).imaging. In addition, epi-illumination mode facilitates the imaging
of body parts where bones or acoustically attenuating soft tissue
would obstruct propagation of acoustic waves from the illuminat-
ed tissue region to the acoustic probe.
In many of the reported handheld probe-based PA/US systems,
light illumination for PA imaging is done at an oblique angle in
such a way that it coincides with the US imaging plane [3–5] with
the goal to maximize ﬂuence and thus signal-to-noise ratio. On the
downside this results in a high light ﬂuence on the surface of the
tissue just beneath the US probe, such that melanin and superﬁcial
blood vessels generate strong PA transients which propagate into
the tissue and reﬂect back from acoustically dense structures [7–
9]. These reﬂected signals appear as artifacts in the reconstructed
PA images. The reﬂection artifacts signiﬁcantly reduce the contrast,
and thus the imaging depth, which is critical [7,8]. Since these
artifacts are triggered by the properties of the tissue, simple signal
averaging is not effective for reducing them. Because of the strong
optical attenuation in tissue [1], reﬂection artifacts that show up in
a certain depth can become stronger than the PA signals of interest
in spite of the low level of acoustic scattering [10], which can limit
the imaging depth. As an example, when imaging structures like
ﬁnger joints (multiple light absorbers and acoustic reﬂectors),
signals of interest may get mixed with the reﬂections from bone or
tendon, which results in the wrong interpretation of images. Tole under the CC BY-NC-ND license (http://creativecommons.org/licenses/by-nc-nd/
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methods for eliminating reﬂection artifacts. Another key reason for
limited PA imaging depth is the clutter caused by PA sources
outside the imaging plane. These sources may produce high PA
transients that could reach the imaging probe directly (direct
clutter) or could get reﬂected on structures inside the imaging
plane (echo clutter). PAFUSion deals with identifying reﬂections
caused by PA sources within the imaging plane.
Different techniques have been reported to reduce clutter in PA
imaging [7,8,10–13]. Deformation Compensated Averaging (DCA)
[8] employs the artifact decorrelation, which is the result of tissue
deformation when tissue is slightly palpated with the imaging
probe. Although this technique showed promising results, notable
disadvantages have been reported: 1) controlled probe motion can
be performed only by an experienced person and this technique
can be employed only for easily deformable tissue, and 2) the
maximum achievable tissue deformation on one side limited by
the tissue mechanical properties, and the minimum deformation
required for artifact decorrelation on the other side, determines the
contrast improvement. Another technique employs localized
vibration tagging [LOVIT] of tissue using acoustic radiation force
[ARF] for reducing clutter in the focal region of a long-pulsed
ultrasonic beam [7]. While claiming nearly full artifact elimination,
authors also reported the difﬁculty in eliminating echo clutter
completely using LOVIT. For successful echo clutter reduction,
LOVIT prefers a small ARF displacement region, which sets a
limitation to the real-time capability because extensive scanning is
then required to achieve clutter reduction in a large ﬁeld-of-view.
This method also requires transducers that are capable of
transmitting ARF pulses and is limited by the US safety regulations.
In this paper, we investigate a novel method that can identify
and potentially eliminate reﬂection artifacts in PA images. We
speciﬁcally aim at reducing the reﬂection artifacts caused by PA
sources within the imaging plane. Our technique ultrasonically
simulates the PA signal from an optical absorber and uncovers PA
signal reﬂections caused by acoustic reﬂectors beneath or around
the absorber. The described method does not require any
additional transducers or computationally intense algorithm to
identify reﬂection artifacts, thus foresees good potential in
improving real-time clinical PA imaging. Compared to LOVIT,
our method works with low ultrasound power and thus does not
pose any risks in clinical application. Because the focused pulse-
echo acquisitions in PAFUSion can be performed at a much higher
frame rate than PA imaging, it holds potential to be fast and real-
time capable. Compared to DCA, it is not limited by tissueFig. 1. (a) Illustration of photoacoustic signal generation and signal causing reﬂection a
mimics the reﬂection caused by it.deformability and can thus even be used when e.g. imaging close to
bone as in ﬁnger joint imaging. PA sources located outside the
imaging plane are not directly observable and thus are not
amenable to PAFUSion. Therefore, PAFUSion speciﬁcally targets at
identifying and potentially reducing the reﬂection artifacts in a
situation where tissue is irradiated as close as possible to the
imaging plane with the goal to optimize signal-to-noise ratio,
where out-of-plane clutter plays an inferior role.
The main goal of this paper is to present the ﬁrst simulations
and experimental results as a proof-of-principle of ‘PAFUSion’.
2. Theory
Fig. 1a illustrates the generation of a PA signal from an optical
absorber, and the resulting PA reﬂection signal caused by an
acoustic reﬂector deeper inside the tissue. In PAFUSion (Fig. 1b), we
transmit a focused US pulse, with the focal position adjusted to the
location of the optical absorber by using guidance of PA data. The
focused US pulse, at the time of arrival in the focal position, mimics
the part of the PA wave that was traversing towards the reﬂector.
Under the assumption that signal acquisition starts at the time
when the focused US pulse arrives at the PA source (t = 0), the
resulting signal will show the US reﬂections at the same time
where they show up in the PA signal. When reconstructing a PA
image from the US data, it will thus mimic the reﬂection artifacts in
terms of shape and depth without containing the real PA signal
itself.
Thus, instead of identifying reﬂectors, which would be done
with normal US imaging, with PAFUSion we identify PA signal
reﬂections, which then can be used to correct PA images for
reﬂection artifacts.
3. Methods and materials
3.1. PAFUSion – Processing steps
The processing steps of PAFUSion are schematically illustrated
in Fig. 2. Let us consider a simple medium with two optical
absorbers and one acoustic reﬂector in between them. The distance
between optical absorber 1 and the acoustic reﬂector is d as shown
in Fig. 2a. Once after collecting PA data, an image can be
reconstructed using any reconstruction algorithm. Fig. 2b shows
the schematic of the reconstructed PA image, in which three high
intensity points P1, P2, and P3 are visible. Points P1, P2, and P3 have
intensities I1, I2, and I3 respectively. Intensity for a particular pointrtifacts (b) Principle of PAFUSion: Focusing ultrasound to the photoacoustic source
Fig. 2. Step-by- step schematic illustration of data processing steps in PAFUSion. (a) Simple medium with two optical absorbers and one acoustic reﬂector, (b) Photoacoustic
image, (c) PAFUSion imaging step 1 – US focus on ﬁrst high-intensity point in the PA image, (d) PAFUSion imaging step 2 – US focus on second high-intensity point in the PA
image, (e) PAFUSion image obtained using weighted addition of images obtained in (c) and (d), (f) PA image corrected using PAFUSion image.
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envelope at the location of that point. The distance between P1 and
P2 is 2d. This PA image is used as the guidance for further steps in
the technique. PAFUSion is applied on points from top to bottom in
PA image.
In the example in Fig. 2 three high intensity points are identiﬁed
in the PA image, thus two steps are required to perform PAFUSion.
It is not necessary to apply PAFUSion on P3, as this deepest feature
in the PA image will never lead to the identiﬁcation of again a new
reﬂection. In the ﬁrst step, US is focused onto P1 (Fig. 2c) and the
resulting echoes are acquired. Reconstruction from this echo data
is performed considering one-way propagation of sound and by
setting the acquisition start (t = 0) to the time at which US reaches
the focus distance. By this way, reconstruction treats the spatial
pressure distribution of the focused US pulse as the initial pressure
distribution of a virtual PA source, and thus will be able to mimic
the reﬂection artifacts caused by that PA source. The image
obtained by this step is saved for further processing. In the second
step, the same procedure is repeated for P2 (Fig. 2d). Since there is
no acoustic reﬂector beneath P2 in this example, resultant image of
the second step will be blank without any echoes. During each step,
US reﬂections from the depth of focus as well as above it are
omitted from the reconstructed image. The next step is weighted
addition of images obtained in step 1 and step 2 for obtaining the
PAFUSion image (Fig. 2e), which reveals only the reﬂection
artifacts. The weights for the images obtained in steps 1 and
2 are chosen to be proportional to the intensities I1 and I2
respectively in the PA image in Fig. 2a. As a ﬁnal step, we envisage
that the PAFUSion image can be used to correct the PA image forFig. 3. Portable ultrasound scanner (left) and the hybrid probe (obtaining a reﬂection artifact-free PA image (Fig. 2f). However, this
proof-of-principle study focuses only on identifying the reﬂection
artifacts in PA images. Correcting the PA images using PAFUSion
images will be realized as a next stage of improvement.
3.2. Equipment and setup
A handheld dual-mode PA/US system which was already
reported by our group [5] was used for all the experiments in
this study. Fig. 3 shows the photograph of the system in which a
commercial US scanner (MyLabOne, Esaote Europe BV, The
Netherlands) was used along with a probe that integrates an US
array with a diode laser module emitting pulses at 805 nm
wavelength, 130 ns pulse width and pulse energy of 0.56 mJ. The
US probe has a -6 dB fractional bandwidth of around 100% and
center frequency of 7.5 MHz.
The system was used in research mode where US transmission,
laser pulse transmission, and data acquisition were controlled
using custom-made software running on a PC. The same software
also controlled the switching between PA imaging and US focusing
for PAFUSion technique. In addition, plane-wave US images were
acquired as a reference to monitor reﬂector positions. US focusing
was achieved by adjusting the transmission delays of the different
transducer elements in the linear array. By this way, it is possible to
scan the focus to any point in the imaging plane. A one-cycle
transmission pulse shape was applied to each transducer elements.
In plane-wave US, PA, and PAFUSion imaging, RF data of all US
transducer elements were saved after being acquired by the
scanner with 50 MHz sampling frequency and digitized with aright) integrating laser module and US transducer array [5].
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images, were reconstructed using a frequency domain reconstruc-
tion algorithm [14]. PAFUSion data was processed using the PA
reconstruction algorithm by following the steps mentioned in
section 3.1.
3.3. PAFUSion k-Wave simulation
A 3-D simulation of the PAFUSion algorithm was performed
using the k-Wave toolbox [15]. Fig. 4a shows the geometry of the
digital phantom and the acoustic parameters that were deﬁned for
the simulation. Simulation involved three steps: 1) photoacoustic
imaging and reconstruction 2) focused US imaging 1 (focus to ﬁrst
high intensity point in the PA image), and 3) focused US imaging 2
(focus to second high intensity point in the PA image). Finally
weighted addition of images (weight proportional to the PA
intensity at the depths of focus) obtained in step 2 and 3 was
performed for obtaining the PAFUSion image. For all the steps,
reconstruction was done using a 2-D frequency domain recon-
struction algorithm [14].
3.4. Phantom measurements
Three phantom measurements were performed for proving the
validity of the PAFUSion technique to identify reﬂection artifacts in
PA imaging. Before all experiments, measurements were done by
moving the US/PA probe forth and back axially to identify potential
reﬂection artifacts caused by optical absorption on the transducer
surface that would move relative to the PA signal. In that way we
made sure that all the reﬂection artifacts are really caused by PA
sources inside the phantom. The ﬁrst phantom was similar to the
digital phantom in the simulation study. Fig. 5a shows the
schematic of this phantom in which one optical absorber (nylon
thread) and acoustic reﬂector (delrin rod) was used. Both the
optical absorber and acoustic reﬂector were positioned inside a
tank ﬁlled with water in such a way that they were perpendicular
to the imaging plane of the US/PA probe that was immersed in
water (Fig. 5a). This phantom was used to study a simple situation
with a single photoacoustic reﬂection and its identiﬁcation usingFig. 4. (a) Digital phantom used for simulation, including the acoustic properties, (b) phot
details of the reﬂection artifacts, (c) PAFUSion image.the PAFUSion technique. Water without any scattering was chosen
as the medium in this phantom for obtaining maximum PA signal
(and thereby PA reﬂection) from the absorber positioned at the top
part of the phantom.
The second phantom (Fig. 6a) contained two optical absorbers
and one acoustic reﬂector. Again, nylon threads and delrin rod were
used as optical absorbers and acoustic reﬂector respectively. The
second nylon thread was placed deep inside the phantom in such a
way that a PA reﬂection artifact (caused by ﬁrst nylon thread PA
signal reﬂecting on delrin rod) would almost overlap with the PA
signal from this second thread. This phantom was intended to study
the fusion of PA reﬂections with signals of interest. This is a critical
problem in imaging structures like ﬁnger joints, where multiple
absorbers and acoustic reﬂectors are present. Water mixed with
Intralipid (ms’ = 6 cm
-1) was used as the medium in this phantom to
make sure that both nylon threads generated a signiﬁcant PA signal.
The nylon thread that was used as the optical absorber was
itself acoustically reﬂective, thus it can cause reﬂection artifacts
even in the absence of additional acoustic reﬂectors. The third
phantom (Fig. 7a) represents the condition in which optical
absorbers themselves are acoustically reﬂective, and was meant to
study and identify the resulting reﬂection artifacts. Two nylon
threads were kept at different depths in water and were
perpendicular to the US/PA probe (Fig. 7a). Water without any
scattering was chosen as the medium in this phantom for obtaining
a strong PA signal from the ﬁrst nylon thread (and thereby a strong
reﬂection interfering with the second nylon thread) by directing
the light to the top part of the phantom.
4. Results
In all the results, lateral and axial coordinates are represented
by x and z respectively and the envelope of the images (PA,
PAFUSion and US) are plotted in linear amplitude scale. Image
reconstruction assumed constant speed of sound in the medium
for all phantom measurements, which may have resulted in a slight
deviation of the depth of reconstructed features compared to the
physical depth owing to the inhomogeneous speed of sound of the
embedded inclusions.oacoustic image and enlarged region of interest, which shows the reverberation-like
Fig. 5. (a) Scheme of phantom 1 and experimental setup, (b) photoacoustic image, (c) plane-wave ultrasound image, (d) PAFUSion image.
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Fig. 4a shows the details about the phantom and US probe
positioning used for the PAFUSion simulation. Fig. 4b shows the
reconstructed PA image. The PA source (x = 8 mm, z = 4.5 mm) and
its reﬂection on the acoustic reﬂector which occurs at position
(x = 8 mm, z = 9.5 mm) are evident in the PA image. Limited view
artifacts in the shape of circular streaks are visible in both PA image
and PAFUSion images. The PAFUSion image (Fig. 4c) clearly
identiﬁes the PA reﬂection artifact by reproducing the correct
depth and approximately the correct shape. It is evident from the
results that PAFUSion could reproduce even the minute layered
artifacts seen below the high intensity reﬂection (x = 8 mm,
z = 9.5 mm). The intensity of the artifacts is different in the
PAFUSion image than in the PA image because the simulated US
transmission pressure amplitude was chosen independent from
the PA signal amplitude.Fig. 6. (a) Scheme of phantom 2 and experimental setup, (b) photoacou4.2. Phantom experiments
Fig. 5a shows the details about the ﬁrst phantom and the
schematic of the measurement setup. This phantom had only one
optical absorber embedded and an artifact-free PA image would
have only one high intensity spot. Fig. 5b shows the reconstructed
PA image in which the signal from the nylon thread (x = 8 mm,
z = 4.5 mm) and two other signals (x = 8 mm, z = 7 mm and
x = 8 mm, z = 9.5 mm) are visible. The nylon thread itself
(x = 8 mm, z = 4.5 mm) and two surfaces of delrin rod (x = 8 mm,
z = 5.9 mm and x = 8 mm, z = 7.3 mm) are observable in the plane-
wave US image (Fig. 5c). The PAFUSion image (Fig. 5d) evidently
revealed two reﬂection signals and conﬁrmed that signals at x
=8 mm, z = 7 mm and x = 8 mm, z = 9.5 mm in the PA image are
reﬂection artifacts. It is worth mentioning that reﬂection artifacts
identiﬁed by PAFUSion reproduced the shape and spatial details of
the actual PA reﬂection artifacts quite well. The second reﬂectionstic image, (c) plane-wave ultrasound image, (d) PAFUSion image.
Fig. 7. (a) Scheme of phantom 3 and experimental setup, (b) photoacoustic image and enlarged region of interest, which shows the reverberation-like details of the reﬂection
artifacts, (c) plane-wave ultrasound image, (d) PAFUSion image.
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thread PA signal on the second surface of the delrin rod. An
extended horizontal feature can be seen right to the ﬁrst identiﬁed
reﬂection artifact (x = 8 mm, z = 7 mm) in the PAFUSion image
(Fig. 5d). This is potentially a reconstruction artifact common to the
frequency-domain algorithm, which is better visible in the
PAFUSion image than in the PA image owing to a higher center
frequency of the transmitted US compared to the PA signal. These
artifacts occur outside the region of interest and are thus not
critical for this experiment. The intensity ratio of the two identiﬁed
reﬂections (x = 8 mm, z = 7 mm and x = 8, z = 9.5 mm) in the
PAFUSion image ideally would be the same as the ratio of reﬂection
intensities in the PA image. However, this ratio was found to be
different in the PAFUSion and PA experiments (10 times higher in
PAFUSion images). The intensities of the second reﬂections appear
similar in the PA image and the PAFUSion image, because the color
map in the PAFUSion image was chosen such that the pixel
intensity of the ﬁrst artifact was saturated to portray both artifacts
clearly.
Fig. 6a shows the details about the second phantom and the
schematic of the arrangement used for the measurement. This
phantom consisted of two optical absorbers and an acoustic
reﬂector. Ideally, one would expect only two high intensity spots in
the PA image. Fig. 6b shows the reconstructed PA image in which
the signals from the two nylon threads (x = 8 mm, z = 5 mm and
x = 9.065 mm, z = 10.4 mm) and two other signals (x =8, z = 7.4 and
x = 8, z = 9.8) are visible. Both nylon threads (x = 8 mm, z = 5 mm
and x = 9.065, z = 10.4 mm) and two surfaces of delrin rod
(x = 8 mm, z = 6.3 mm and x = 8, z = 7.7 mm) are noticeable in
the plane-wave US image (Fig. 6c). The PAFUSion image (Fig. 6d)
clearly revealed two reﬂection signals and conﬁrmed that signals
at x = 8 mm, z = 7.4 mm and x = 8 mm, z = 9.8 mm in PA image are
reﬂection artifacts. The second reﬂection artifact (x = 8 mm,
z = 9.8 mm) is almost fused with the signal from the second nylon
thread (x = 9.065 mm, z = 10.4 mm), mimicking a clinical scenario
where identiﬁcation of such an artifact would be crucial. The
extended horizontal feature right to the ﬁrst reﬂection in the
PAFUSion image is again visible. This feature occurs outside the
region of interest and thus does not prevent the identiﬁcation ofreﬂection artifacts. The distance between the ﬁrst nylon thread and
the delrin rod in this phantom is the same as for the ﬁrst phantom.
Also the intensity ratios of the two identiﬁed reﬂections (x = 8 mm,
z = 7.4 mm and x = 8 mm, z = 9.8 mm) were similar to the ones
found in phantom 1. This is reasonable because the distance
travelled by the US (PAFUSion, PA imaging) and thus the
attenuation was similar in phantom 1 and phantom 2.
The third phantom was designed to simulate the condition of
optical absorbers that themselves reﬂect PA signals from other PA
sources. Recent studies shown that in PA ﬁnger imaging, the
tendon shows contrast in PA as well as US imaging [16]. If the skin/
blood vessel signal gets reﬂected on the tendon, the resulting
artifacts can make image interpretation difﬁcult.
Fig. 7a shows the details of the third phantom and the
schematic of the measurement setup. Fig. 7b shows the
reconstructed PA image (zoomed in for more details) in which
signals from the two nylon threads (x = 8 mm, z = 4 mm and
x = 8 mm, z = 6.2 mm) and another signal (x =8 mm, z = 8.5 mm)
are evident. Both nylon threads are visible in the plane-wave US
image (Fig. 7c). The PAFUSion image (Fig. 7d) clearly exposes the
reﬂection signal and conﬁrms that the feature at x = 8 mm,
z = 8.5 mm in the PA image is a reﬂection artifact. It is worth
mentioning that the PAFUSion image reproduces the depth and
shape of the reﬂection artifact.
5. Discussion
For the simulation and all phantom measurements, our results
show that PAFUSion is capable of identifying all the reﬂection
artifacts present in the PA image. Our phantom measurements led
to promising results for structures separated by around 1.5 mm,
which is quite close to the clinically relevant scenario in ﬁnger
joint imaging (distance between a blood vessel and a tendon, see
further below). A straightforward method to identify reﬂection
artifacts would be to use the B-mode US image and to identify
potential acoustic reﬂectors in them, and then use this informa-
tion together with simulations to identify reﬂections in the PA
image. However, the US simulations would then rely on an
imperfect input dataset, and furthermore the type of ultrasound
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cycles, transmission angle) is often different from the type used in
the PA image. Furthermore, the computational cost of a wave-ﬁeld
simulation would limit the real-time applicability of such an
approach. For these reasons, it can be advantageous to physically
mimic the reﬂection artifacts instead, by using ultrasound
transmissions that match the wave ﬁeld of the PA sources in a
physical back-propagation approach. The key aspect in the
PAFUSion process is that the zero time has to be deﬁned at the
moment when the US pulse reaches the absorber, rather than
when the pulse is injected in the tissue as in normal US imaging.
Hence, in the PAFUSion algorithm, the tissue itself reveals the PA
reﬂections by applying US imaging in a manner that simulates the
timing of PA images. Another critical feature in the PAFUSion
process is that the US pressure distribution matches the PA initial
pressure distribution. If the shapes of US and PA initial pressure
distributions are not matched, it will result in wrong arrival time
of the transient at different reﬂectors, because the wave front
curvature of the diverging US wave front will be different from the
PA wave front.
Any dual mode PA/US system can incorporate the PAFUSion
technique without any special changes to the system. The
software requirements are quite similar to those of normal
line-by-line US imaging, which makes clinical implementation
straightforward. There is no training required to use this
technique since everything can be software controlled just as in
US imaging. In this work, the PAFUSion image was obtained by
weighted addition of images obtained in different steps, in which
the weight is proportional to the PA signal intensity. In a variation
on this procedure, the US pulse amplitude can also be varied based
on the PA signal intensity. This will reduce the overhead of doing
weighted addition of images during processing. Another practical
limitation is that PAFUSion requires an extra measurement and
computation step, which may make the total imaging procedure
slower. However, we expect that developments in GPU (Graphical
Processing Unit) and FPGA (Field Programmable Gate Array)
technology can overcome this, as parallel acquisition and
processing is feasible using these high-speed techniques. Speed
of sound and acoustic attenuation variations in tissue may also
play a major role in accuracy of this technique when applied in
vivo. Future work will also focus on considering these parameters
during processing.
This work was intended for presenting the proof-of-principle of
the technique and therefore concentrated on a comparably
simpliﬁed scenario where the reﬂection artifacts were present
in the center part of the US imaging plane, and PAFUSion was
applied on PA images containing concentrated features (nylon
thread). However, the choice of the phantoms is not a limitation to
the validity of the technique. Features with a more complicated
shape, and features that are spatially extended are expected in an
in vivo scenario. We envisage solving these in our future studies by
transmitting US pulses with the shape of the identiﬁed PA feature,
and then applying PAFUSion algorithm to identify reﬂection
artifacts.
This work targeted only at identifying the reﬂection artifacts,
but not at their elimination. Elimination of artifacts requires
further investigation into a thorough calibration of pulse shape and
amplitude of the focused US transmissions. Such an effort was
beyond the goal of this study, but will be realized as a next step of
improvement. Two critical aspects to consider for making the
reﬂection-artifact elimination work in our next step are:
Shape of US focus: The characteristics of the US focus have an
impact on the shape and intensity of identiﬁed reﬂection
artifacts in PAFUSion. It is critical to have a narrow focus axially
and laterally to mimic small PA features like blood vessels. Using
a Schlieren-imaging setup, we characterized the size and shapeof the US focus. When focusing US to a depth of 4.5 mm, we
achieved a focus with length of 0.2 mm and width 0.4 mm in the
imaging plane. This shows that, using our system, we will be able
to apply PAFUSion on small blood vessels. In the range of depth
that we target (until 15 mm), change in shape of the focus with
respect to the depth was found to be negligible.
Frequency content: The pulse shape of the transmitted US in
PAFUSion must be ideally the same as the PA pulse shape to be
able to coherently subtract PA reﬂections and PAFUSion-
identiﬁed reﬂections. In this study, the frequency content of
the US focused at a PA feature in the PAFUSion procedure is not
matched with the frequency content of the PA signals coming
from these features. Considering the pulse width of laser diode in
our integrated probe (130 ns), there may be a low pass ﬁltering
effect. Thus, the reﬂections in PA images are of lower frequency
(4 MHz), partly outside the bandwidth of the transmitted US in
PAFUSion measurements. The low frequency of the PA signals
might be one of the reasons for the reﬂection-intensity ratio
difference seen in the PA image and PAFUSion image in the
phantom experiments. Matching the frequency content will be
one focus of future investigation, and can be achieved either
physically by adapting the US transmission spectrum, or in
software by ﬁltering.
At this point, we would like to draw attention to the side-
constraints and further steps that will be important when working
towards a clinical implementation of the proposed technique.
First of all, we remind the reader that PAFUSion can only
identify and compensate for reﬂection artifacts caused by PA
signals generated inside the imaging plane, but not out-of-plane
clutter. This is not a strong limitation, because PAFUSion is
speciﬁcally designed for a setup where the tissue is irradiated
directly below the probe to maximize SNR. Normally, the resulting
strong reﬂection artifacts inhibit the use of such a setup, and the
optimum irradiation distance is determined by a trade-off
between in-plane reﬂection artifacts and out-of-plane clutter
and SNR [12]. If PAFUSion manages to reduce the in-plane
reﬂection artifacts, irradiation directly below the probe will
become an option again, and then out-of-plane clutter will be
insigniﬁcant.
Second, PAFUSion can only identify and compensate for the
inward propagating part of PA signals that can be mimicked using
the limited range of possible US transmission angles. A typical
ultrasound probe has an angular aperture in the range of -308 to
308, whereas typical PA sources (cylindrical blood vessels) radiate
into an angle range of 3608, which leads to a limitation of the
method. If an acoustic reﬂector and optical absorber are
positioned side by side, then the reﬂection artifact caused by
these will be impossible to identify using this technique.
Considering the fact that most of the echo producing structures
(tendon, bone) lie beneath the superﬁcial optical absorbers that
generate strong PA transients (skin, blood vessels), this limitation
is not critical.
Also, when using a linear array probe, PAFUSion is limited to
mimicking PA transients that propagate parallel to the imaging
plane. Therefore, the probe must be oriented such that artifact-
generating PA sources are oriented perpendicular to the imaging
plane in order to obtain optimum performance. This can be easily
achieved in free-hand probe guidance, and will be even less of a
limitation if 1.5D or 2D arrays are used.
With increasing number of PA absorbers (skin, multiple blood
vessels) and many possible reﬂection angles (angle between
absorber to bone/tendons), identiﬁcation of all the reﬂection
artifacts may be challenging. However, it is vital to mention that an
artifact reduction by 75% facilitates an increase in signal to artifact
ratio by 12 dB. Clinical PA imaging suffers from poor deep-tissue
contrast because of optical attenuation and reﬂection artifacts, and
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signiﬁcant impact on image contrast.
In this work, PAFUSion was performed after manually
identifying the high intensity points in the PA image. Manual
identiﬁcation might not be an option in a real-time application, but
this is not a limitation as it is possible to automate the process of PA
source identiﬁcation as long as the number of strong PA sources is
small. With a non-sparse distribution of PA sources, it might
though be advantageous to automatically scan a large number of
pixels in a region of interest in the imaging plane. To minimize the
number of focused US acquisitions in view of real-time imaging,
there is a possibility to use a synthetic aperture approach, where
US can be synthetically focused to any desired point in the imaging
plane. Instead of physically scanning e.g.100100 pixels with a
focused beam, the focused acquisitions can be synthetically
generated in software processing from e.g. just 100 plane-wave
transmissions using different transmit angles.
Time reversal of photoacoustic signals could also be an
alternative for reducing acquisition time in comparison to
separately focusing on multiple PA sources. Time reversal could
be a solution for two problems: (1) the PA images often show
spread-out features rather than point-like features, and (2) the
different spectral contents of PA and US signals. Time reversal may
lead to ingoing US signals which are spectral copies of outgoing PA
signals. The only problem to which time reversal is not a solution
is that of frequency-dependent attenuation. Our future research
will therefore focus on studying the feasibility of using the PA time
reversal approach in PAFUSion. Most of the commercially
available US systems may not be capable of pulsing the transducer
elements with non-periodic pulses, which would be the technical
challenge in using PA time reversal. This limitation can also be
solved by using a synthetic approach where the US transmission
pulse shape is matched with the PA signal shape using software
processing.
At this stage of PAFUSion implementation, one of the clinical
applications we foresee is ﬁnger joint PA imaging. For instance, if
the distance between a superﬁcial blood vessel and a tendon is the
same as the distance between the tendon and synovium, the blood
vessel signal reﬂects on the tendon to generate reﬂection artifact
at almost the same depth as the synovium is located. This is critical
in rheumatoid arthritis imaging where inﬂammation of synovium
is the marker. The second phantom experiment was intended to
mimic this situation and it is clear that PAFUSion can be useful in
these circumstances. The third phantom experiment represents
the condition in which optical absorbers are by themselves
acoustically reﬂective. These features with contrast in PA and US
imaging might create problems in accurate interpretation of
clinical PA images. One of the important reﬂection artifact sources
is the skin because of its high melanin content. In any clinical
applications, skin is expected to generate high PA transients,
which triggers the generation of reﬂection artifacts. PAFUSion will
help to avoid the exclusion of patients with high melanin content,
from deep-tissue PA imaging. Reﬂection artifacts generated by
small moles or hair, which is directly under the probe can also be
potentially identiﬁed by using PAFUSion.
6. Conclusions
PAFUSion allows the identiﬁcation of reﬂection artifacts in
photoacoustic images by ultrasonically simulating the PA waves
from the optical absorber, traversing towards the acoustic
reﬂectors and thus by mimicking the PA reﬂection signals. In thisproof-of-principle study, a simulation of a simple virtual phantom
and three phantom experiments were performed to conﬁrm the
validity of this novel technique. Results demonstrate that
PAFUSion can separate reﬂection signals generated inside the
imaging plane from the signals of interest, and thus envisions good
potential for improving photoacoustic imaging of acoustically
inhomogeneous tissue.
Conﬂicts of interest statement
The authors declare that there are no conﬂicts of interest.
Acknowledgement
Research was funded by the European Community’s Seventh
Framework Programme (FP7/2007-2013) under grant agreement n8
318067. Authors acknowledge Dr. M. Jaeger, Institute of Applied
Physics, University of Bern for providing software for the Fourier
reconstruction algorithm and for his valuable comments on our work.
Authors also acknowledge Khalid Daoudi, Pim van den Berg, Altaf
Hussain, and Jacob Staley for their insightful discussions and help.
References
[1] M. Xu, L.V. Wang, Photoacoustic imaging in biomedicine, Review of Scientiﬁc
Instruments (2006) 77, 41101-1–22.
[2] P. Beard, Biomedical photoacoustic imaging, Interface Focus 1.4 (2011) 602–631.
[3] R.G.M. Kolkman, P.J. Brands, W. Steenbergen, T.G. van Leeuwen, Real-time in
vivo photoacoustic and ultrasound imaging, Journal of Biomedical Optics
(2008), 13.050510-1-3.
[4] C. Kim, T.N. Erpelding, L. Jankovic, L.V. Wang, Performance benchmarks of an
array-based hand-held photoacoustic probe adapted from a clinical ultrasound
system for non-invasive sentinel lymph node imaging, Philosophical
Transactions of the Royal Society A: Mathematical, Physical and Engineering
Sciences 369. 1955 (2011) 4644–4650.
[5] K. Daoudi, P.J. van den Berg, O. Rabot, A. Kohl, S. Tisserand, P.J. Brands, et al.,
Handheld probe integrating laser diode and ultrasound transducer array for
ultrasound/photoacoustic dual modality imaging, Optics Express 22. 21 (2014)
26365–26374.
[6] M. Kuniyil Ajith Singh, W. Steenbergen, S. Manohar, Handheld Probe-Based
Dual Mode Ultrasound/Photoacoustics for Biomedical Imaging, in: M. Olivo,
U.S. Dinish (Eds.), Frontiers in Biophotonics for Translational Medicine, vol. 3,
Springer, Singapore, 2016, pp. 209–247.
[7] M. Jaeger, J.C. Bamber, M. Frenz, Clutter elimination for deep clinical
optoacoustic imaging using localised vibration tagging (LOVIT), Photoacoustics
1.2 (2013) 19–29.
[8] M. Jaeger, L. Siegenthaler, M. Kitz, M. Frenz, Reduction of background in
optoacoustic image sequences obtained under tissue deformation, Journal of
Biomedical Optics (2009) 14, 054011-1-10.
[9] M. Frenz, M. Jaeger, Optimization of tissue irradiation in optoacoustic imaging
using a linear transducer: theory and experiments, Photons Plus Ultrasound
Imaging and Sensing (2008) 6856, 68561Y-1-13.
[10] M. Jaeger, M. Frenz, D. Schweizer, Iterative reconstruction algorithm for
reduction of echo background in optoacoustic images, Photons Plus
Ultrasound Imaging and Sensing (2008) 6856, 68561C-1-15.
[11] M. Jaeger, K. Gashi, S. Peeters, G. Held, S. Preisser, M. Frenz, Real-time clutter
reduction in epi-optoacoustic imaging of human volunteers, Medical Imaging
(2014) 9040, 90400N-1-5.
[12] G. Held, S. Preisser, H.G. Akarcay, S. Peeters, M. Frenz, M. Jaeger, Effect of
irradiation distance on image contrast in epi-optoacoustic imaging of human
volunteers, Biomedical Optics Express 5. 11 (2014) 3765–3780.
[13] M.A.L. Bell, N. Kuo, D.Y. Song, E.M. Boctor, Short-lag spatial coherence
beamforming of photoacoustic images for enhanced visualization of prostate
brachytherapy seeds, Biomedical Optics Express 4. 10 (2013) 1964–1977.
[14] M. Jaeger, S. Schupbach, A. Gertsch, M. Kitz, M. Frenz, Fourier reconstruction
in optoacoustic imaging using truncated regularized inverse k-space
interpolation, Inverse Problems 23 (2007) S51–S63.
[15] B.E. Treeby, B.T. Cox, k-Wave: MATLAB toolbox for the simulation and
reconstruction of photoacoustic wave ﬁelds, Journal of Biomedical Optics
(2010) 15, 021314-1-12.
[16] G. Xu, J.R. Rajian, G. Girish, M.J. Kaplan, J.B. Fowlkes, P.L. Carson, et al.,
Photoacoustic and ultrasound dual-modality imaging of human peripheral
joints, Journal of Biomedical Optics (2013) 18, 010502-1-3.
M. Kuniyil Ajith Singh, W. Steenbergen / Photoacoustics 3 (2015) 123–131 131Mithun Kuniyil Ajith Singh received a Technical
Diploma in Medical Electronics from Model Polytechnic
College, Calicut, India, in 2004, and a Bachelor degree in
Biomedical Instrumentation and Engineering from SRM
University, Chennai, India, in 2008, and a Master degree
in Molecular Nano Bio-photonics from E´cole normale
supe´rieure de Cachan, Paris, France, in 2012. He is
currently working towards a PhD degree at the
Biomedical Photonic Imaging group, Mira Institute for
Biomedical Technology and Technical Medicine, Univer-
sity of Twente, Enschede, The Netherlands. His current
research focuses on the development of a clinically
feasible, low-cost, portable, multi-wavelength dual
mode Photoacoustic/Ultrasound system.Wiendelt Steenbergen received his M.Sc. degree in
aerospace engineering in 1988 at the Delft University of
Technology. He obtained a PhD degree at the Eindhoven
University of Technology in 1995, specializing in optical
measurement and modeling of turbulent ﬂow. Since
then he has been working at the University of Twente,
from 2000 as assistant professor, from 2008 as associate
professor and from 2010 as professor in biomedical
optics. His research interests are in coherent techniques
for tissue diagnosis such as low coherence interferom-
etry and laser speckle techniques for ﬂow imaging, and
photoacoustic and acousto-optic tissue imaging.
